[Equipment for lyoluminescent dosimetry].
The paper deals with experience gained during construction of photometry set suitable for application in lyoluminiscent dosimetry. Results of stability measurement are presented and possibilities of constructing these apparatuses using Czechoslovak parts are discussed.